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Abstract
BACKGROUND: Recently, the treatment efficiency of Yttrium 90 (Y-90) and providing reliable estimates of activity by single 
photon emission computed tomography (SPECT) imaging of bremsstrahlung radiation released during beta therapy have 
been evaluated. In the Y-90 bremsstrahlung SPECT imaging, the resulting energy spectrum is very complex and continuous, 
which creates many difficulties in the imaging protocol and image reconstruction. Furthermore, image quality and quantitative 
accuracy in the bremsstrahlung SPECT imaging are affected by collimator penetration and scatter. So, the collimator type and 
its geometry have impressive effects on the spatial resolution, system sensitivity and image contrast. 
MATERIAL AND METHODS: Hereby, in this paper, we evaluated the effect of the energy window (three energy windows: 60 to 
160 keV, 160 to 400 keV, and 60 to 400 keV) and the commercial parallel-hole collimators with different geometric parameters 
on the Y-90 bremsstrahlung spectrum and the image quality of the liver tumors based on criteria such as system sensitivity and 
image contrast. SIMIND Monte Carlo simulation code was used to generate the Y-90 bremsstrahlung SPECT images of the liver 
tumor with different diameters: 1.36, 2.04, 2.72, 3.4, 4.08, and 4.76 cm by use of the digital Zubal phantom. Furthermore, the 
tumor size was estimated by evaluating pixel intensity profile on the line drawn through the activity distribution image. 
RESULTS: Our results showed that the collimator choice and energy window setting in the bremsstrahlung SPECT imaging 
have significant effects on the image quality and tumor size estimation. Optimal image quality could be acquired by the energy 
window of 60 to 400 keV and the SPECT system equipped with a Medium-Energy General-Purpose (MEGP) collimator of Mil-
lennium VG Kameran (GV) Company. Moreover, the estimation of distribution size was close to the actual value for tumor sizes 
larger than 2.04 cm, especially by using the SPECT system equipped with the GV-MEGP collimator in the wide energy window. 
CONCLUSIONS: We found an optimal collimator to be more appropriate for improving the imaging quality of Y-90 bremsstrahl-
ung photons, which can be used for reliable activity distribution estimates after radiation therapy.
KEY words: Yttrium-90, SPECT, energy window, parallel-hole collimators, image contrast, bremsstrahlung, Monte 
Carlo simulation
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Introduction
Treatment with yttrium-90 (90Y) microspheres is a minimally 
invasive technique that combines embolization and radiation 
therapy to treat liver cancer. This radionuclide emits short-ranged 
beta radiation with a physical half-life of 64.1 hours (2.67 days). The 
emitted photons have a maximum energy of 2.3 MeV, with an aver-
age energy of 0.93 MeV, and mean and maximum penetration range 
of 2.5 mm and 11 mm in soft tissue, respectively [1]. Y-90 has been 
widely used in targeted radionuclide therapy (TRT), because of suf-
ficient energy of b-particles emitted during its decay and a proper 
half-life. This radionuclide is used for the treatment of primary and 
metastatic liver cancers, via microsphere radioembolization, and 
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lymphatic system cancers such as non-Hodgkin’s lymphoma [2]. 
Recently, radiation therapy treatment efficiency has been evaluated 
using the Y-90 bremsstrahlung single photon emission computed 
tomography (SPECT) imaging that shows the distribution of the 
radionuclide within the patient’s body [3]. In the Y-90 SPECT im-
aging, most of the Y-90 bremsstrahlung photons are created from 
the interaction of b-particles with the patient’s tissues. Due to the 
fact that bremsstrahlung photons have a continuous and broad 
energy spectrum, unlike the conventional radioisotopes used for 
diagnostic imaging, Y-90 SPECT images usually have poor quality 
including low contrast [2, 4]. Scattered photons and septal pen-
etration events also lead to a decrease in the Y-90 bremsstrahlung 
SPECT image quality, which is influenced by acquisition param-
eters (such as energy window and collimator) [2]. High-Energy 
(HE) or Medium-Energy (ME) parallel-hole collimators, which are 
particularly designed for radionuclides such as gallium-67 (Ga-67) 
or iodine-131 (I-131) [2, 5], are used in order to minimize septal 
penetration of the high-energy bremsstrahlung photons. The col-
limator, which is a critical factor in the SPECT imaging system, 
is used to collimate radiation from source and absorb secondary 
radiation scattered by an object.
The absorption of incident photons by collimator decreases the 
system sensitivity and improves spatial resolution [6]. Therefore, the 
choice of the appropriate collimator is one of the most important 
factors to acquire high quality SPECT images. Unfortunately, high 
sensitivity, high resolution, and small fraction of septal penetration 
and scatter are usually mutually exclusive factors in the collimator 
design [2]. Indeed, there is a trade-off between sensitivity and 
spatial resolution, which is determined by choice of collimator 
configuration [7]. The performance of parallel-hole collimator 
is influenced by its geometry (i.e. hole length, hole diameter, and 
septal thickness) [7] which has direct effects on the image quality, 
system sensitivity, and activity distribution assessment in the Y-90 
bremsstrahlung SPECT imaging [8]. On the other hand, the better 
size estimation of liver tumor is helpful as a prognostic indicator 
during the treatment [9]. One of the methods to determine tumor 
size in the nuclear medicine imaging is based on the evaluation 
of pixel intensity profile on the line drawn through the activity dis-
tribution image, which is often Gaussian distribution function. The 
size of the tumor is determined by measuring the full width at half 
maximum (FWHM) of the intensity profile of pixels. Since spatial 
resolution and system sensitivity are affected by the collimator hole 
length and diameter, the estimation of tumor size will be affected 
by the collimator characteristics.
Some studies have been done to optimize the energy window 
and collimator for quantitative and qualitative Y-90 bremsstrahlung 
SPECT imaging. Roshan et al. studied the effect of the hole di-
ameter of the special parallel-hole collimator with fixed collimator 
and septal thickness values on the image contrast to improve 
the image quality of Y-90 bremsstrahlung SPECT images [7]. 
Rong et al. have developed a new method to optimize the energy 
windows in quantitative imaging of Y-90 bremsstrahlung SPECT 
when bias is a vital factor limiting reliability [10]. Roshan et al. also 
provided a review of the methods of energy window, collimator and 
reconstruction algorithm optimizing for Y-90 bremsstrahlung SPECT 
imaging to improve the treatment efficacy of liver tumor radioem-
bolization using Y-90 microspheres [11]. Walrand et al. evaluated 
the optimal design of an Anger camera–collimator system for Y-90 
bremsstrahlung SPECT imaging by Monte Carlo simulations [8]. 
Also, other studies have been done to optimize the collimator for 
evaluating quantitative Y-90 bremsstrahlung SPECT imaging [2, 
3]. But until now, the effect of the most common parallel-hole col-
limators available in the clinical centers has never been studied 
for bremsstrahlung SPECT imaging.
Furthermore, studies have shown that the estimation of tu-
mor size is useful in the assessment of liver tumor response to 
therapy, especially in the early stage of treatment [12]. The activity 
distribution in post-radioembolization SPECT images shows the 
distribution of the injected Y-90 microspheres, which accumulate 
mainly in the tumor. Then, the estimation of tumor size, which 
is helpful in evaluating the response to therapy, can be performed 
by using distribution of the injected microspheres, although in 
a few cases the activity distribution in post-radioembolization 
SPECT images may not correspond to the actual tumor location. 
Numbers of studies have been done to predict the tumor size in 
the nuclear medicine images by using FWHM method [13, 14]. But 
until now, the effect of the energy window width and collimator on 
the estimation of the liver tumor size has never been studied for 
Y-90 bremsstrahlung SPECT imaging. Due to the low image quality 
of Y-90 bremsstrahlung SPECT images, it is necessary to improve 
the estimation ability of the injected microspheres distribution size 
by selecting the proper imaging protocol.
In this paper, we studied the effect of different geometries of 
standard parallel-hole collimators (such as hole diameter, hole 
shape, hole length, and collimator thickness) based on the charac-
teristics of the most common collimators on the Y-90 SPECT image 
quality of the liver tumors with different sizes in the three energy 
windows. Furthermore, the estimation of tumor size was performed 
by images acquired with different collimators. We used SIMIND 
Monte Carlo (MC) simulation code and Zubal phantom to generate 
the Y-90 bremsstrahlung SPECT images of the liver tumors with 
different sizes. The image contrast and the estimation of tumor 
size were utilized to compare the images acquired with different 
collimators. This study was done to identify the best collimator and 
energy window for the better acquisition of Y-90 bremsstrahlung 
SPECT images.
Materials and methods
Monte Carlo simulation
In this study, Y-90 bremsstrahlung images were generated us-
ing the simulated Siemens E.CAM SPECT system by the SIMIND 
Monte Carlo code version 6.0 [15]. The validation of the SIMIND 
for Y-90 bremsstrahlung imaging was done according to the previ-
ous studies [4, 7].
We used the digital Zubal phantom (developed by George 
Zubal) with uniform activity distribution within the liver together 
with a hot tumor. The Zubal phantom is a digital representation of 
an adult male obtained from a CT scan. The data has been seg-
mented into about 50 different tissue types. The original dataset 
consists of 243 ´ 128 ´ 128 voxels, with 8-bit depth. Each tis-
sue type is represented by an arbitrary integer [16]. Tumors were 
positioned at the center of the liver tissue. The cumulative treat-
ment activity of the Y-90 microspheres was chosen 1.5 GBq with 
the tumor-to-liver activity concentration ratio of 10:1, which were 
selected based on the previous studies [4, 10]. It was assumed 
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there was no activity outside the liver, a reasonable assumption for 
microsphere brachytherapy. The digital Zubal phantom including 
liver tumor was aligned lengthwise along the scanner axis and cen-
tered, as shown in Figure 1A. The phantom surface to the collimator 
lower surface was adjusted 25 cm. We simulated tumors of different 
diameters: 1.36, 2.04, 2.72, 3.4, 4.08, and 4.76 cm with the same 
activity concentration to evaluate the image contrast in each step. 
Separate SPECT images were acquired for each of the tumors in 
step and shoot mode, with 128 projections, matrices of 128 × 128 
pixels with a pixel size of 0.34 cm, 360° counter-clockwise rotation 
in SPECT, 1.5 million counts per projection, and the imaging time 
of 30 s per projection view. 
Scattered radiation and photons penetration through the 
collimator septal are the image-degrading effects in the Y-90 
bremsstrahlung SPECT imaging. In the image reconstruction of 
Y-90 SPECT imaging, it is necessary to correct the effects of at-
tenuation for imaging. A method for determining the attenuation 
map is using CT scan and entering the effects of attenuation 
coefficient in reconstruction process. Generally in this case, the 
iterative algorithms are used for image reconstruction [4]. In our 
study, the projections were reconstructed using an Ordered Sub-
sets Expectation Maximization (OS-EM) reconstruction algorithm 
with 150 iterations and 16 subsets including compensations for 
attenuation and collimator response using MATLAB 2013a [17]. 
Correction for photon attenuation within the phantom was made 
with an attenuation map created by the Zubal phantom.
Rong and Frey believed that the optimal geometric resolu-
tions of a hexagonal-hole collimator (R) for Y-90 bremsstrahlung 
imaging should be between 1 and 1.8 cm [2]. Because higher val-
ues of R would not be desirable due to the large bias in the activity 
estimates, and lower values of R lead to the large variance of the 
activity estimates, hence would not be desirable [2]. The geometric 
resolution depends on the hole length (H), hole diameter (D), and 
septal thickness (T). Thus, in order to improve the image quality 
in the Y-90 bremsstrahlung SPECT imaging, we studied the effect 
of different conventional collimators with different resolution and 
sensitivity (according to hole diameter and shape, septal thickness, 
and collimator thickness) on the image quality of Y-90 bremsstrahl-
ung SPECT images. The geometric resolutions of these collima-
tors are between 1 and 2.3 cm for a Y-90 point source located at 
a distance of 15 cm from the collimator surface. Since the collimator 
geometric parameters (septal thickness, collimator thickness, and 
hole diameter) can be changed individually in the SIMIND code, we 
used geometric parameters of commercial collimators available for 
SPECT imaging. We used geometric parameters of Medium-Energy 
(ME) and High-Energy (HE) parallel-hole collimators of different 
companies, as listed in Table 1, including GE (General Electric), 
Figure 1. (A) Sagittal Section of the Zubal phantom and gamma camera. (B) Reconstructed image of the liver tumor, along with two ROIs: ROIs 
belonging to the tumor and background
Table 1. Geometric parameters of ME and HE parallel-hole collimators 
available for SPECT imaging
Collimator Septal thickness 
[cm]
Collimator 
thickness [cm]
Hole diameter 
[cm]
AD-HEGP 0.1727 6 0.381
AD-MEGP 0.1143 4.8 0.295
GE-HEGP 0.32 4 0.4
GE-MEGP 0.14 4.2 0.34
GV-HEGP 0.18 6.6 0.4
GV-MEGP 0.105 5.8 0.3
ME-HEGP 0.16 5.5 0.34
ME-MEGP 0.12 3.5 0.25
PB-HEGP 0.173 5.84 0.381
PB-MEGP 0.086 5.84 0.34
SE-HE 0.2 5.08 0.34
SE-ME 0.114 4.064 0.294
SY-HE 0.2 5.97 0.4
PX-MEGP 0.086 5.840 0.470
NU-HEGP 0.025 2.540 0.203
SI-ME+* 0.066 3.284 0.207
*ME+: Medium Energy Parallel E.CAM+
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GV (Millennium VG Kameran), PB (Philips Brightview Camera), 
ME (Mediso Nucline Spirit DH-V), SE (E.CAM Siemens Medical 
System), PX (Picker System AXIS/IRIX System), NU (Nuclear Tech-
nologies Hexarray), AD (Adac Vertex System), SY (Siemens Medical 
System Symbia Collimators), and SI (Siemens Medical System). 
The collimators with similar characteristics were excluded.
In the energy spectrum of the Y-90 bremsstrahlung photons, 
most photons with energies lower than 60 keV are attenuated in 
the patient body. Furthermore, the large numbers of photons with 
energies higher than 500 keV can penetrate in the collimator septal 
[15]. Thus, we studied the three energy windows including energy 
windows ranging from 60 to 160 keV, 160 to 400 keV, and 60 to 400 
keV to generate the optimal energy window for different collimators.
Evaluation of the image quality
We calculated the image contrast to evaluate the quality of the 
reconstructed Y-90 SPECT images. Image contrast was calculated 
for the hot tumor (with the various diameters from 1.36 to 4.76 cm) 
of the liver using equation (1):
Cl = (Rl – Ro)/Ro (1)
where Rl is the mean pixel values of the activity of hot tumor 
and Ro is the mean pixel values of the background activity (the liver 
tissue). To measure Rl a circular region of interest (ROI) was placed 
over the tumor on the reconstructed image. The ROI size was set 
according to the size of simulated tumor. To measure Ro an arbitrary 
ROI excluding the ROI belonging to the hot tumor was used in the 
liver tissue on the reconstructed image, which its size was chosen 
similar to the tumor size for each simulated tumor, as shown in 
Figure 1B. 
We studied the FWHM of the intensity profile of pixels to esti-
mate the size of each simulated spherical liver tumor. The inten-
sity distribution was fitted by a Gaussian function and its FWHM 
was calculated to estimate the size of the tumor. We calculated the 
tumor size using FWHMx3.4 equation, where 3.4 is the pixel size 
in mm. Then, the measured size of the microsphere distribution 
was compared with true tumor size. This process was performed 
for each of the tumors with the different size, separately.
Results
In this paper, we assessed the effect of the conventional 
parallel-hole collimators, which have the geometric resolutions be-
tween 1 and 2.3 cm, and the energy window; including three energy 
windows ranging from 60 to 160 keV (the1st energy window), 160 
to 400 keV (the 2nd energy window), and 60 to 400 keV (the 3rd en-
ergy window) on the Y-90 bremsstrahlung energy spectrum and the 
contrast of reconstructed images of the liver tumor with the different 
size. The Zubal anthropomorphic whole body phantom consists of 
a liver tumor with six different diameters ranging from 1.36 to 4.76 
cm was used to simulate the distribution of Y-90 in the patient body.
Figure 2 shows the effect of different collimators with different 
geometric parameters (Tab. 1) on the Y-90 bremsstrahlung energy 
spectrum for the tumor size of 3.4 cm, which was generated by sim-
ulation of the SPECT system equipped with the 16 collimators us-
ing the SIMIND Monte Carlo code. As can be seen in the Figure 
2, the numbers of the detected bremsstrahlung photons (counts) 
on the whole range of the energy spectrum are different for the 
various collimators. The NU-HEGP collimator has the maximum 
count statistics in comparison to the others, which is due to the 
smaller septal thickness, as seen in Table 1, which permits more 
septal penetration than the other collimators. There are similar 
conditions for other tumor sizes, to some extent.
Diagrams in Figure 3 show the effect of energy window and 
selected collimators on the image contrast of Y-90 bremsstrahlung 
SPECT images of tumors with the various diameters, which were 
located deep inside the liver tissue. The results show that the best 
contrast for the tumor images was achieved by use of the energy 
window width of 60–400 keV. Moreover, the image contrast us-
ing an energy window width of 60–160 keV was better than the 
Figure 2. Energy spectrum of Y-90 bremsstrahlung photons which was generated by use of the SIMIND simulation of a SPECT system equipped 
with different collimators
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Figure 3. The image contrast of the liver tumor [with different diameters: 1.36 (A), 2.04 (B), 2.72 (C), 3.4 (D), 4.08 (E), and 4.76 cm (F)] for SPECT 
imaging with the various collimators in the three energy windows: 60–160 keV, 160–400 keV and 60–400 keV
Nuclear Medicine Review 2019, Vol. 22, No. 2
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Figure 3. cd. The image contrast of the liver tumor [with different diameters: 1.36 (A), 2.04 (B), 2.72 (C), 3.4 (D), 4.08 (E), and 4.76 cm (F)] for SPECT 
imaging with the various collimators in the three energy windows: 60–160 keV, 160–400 keV and 60–400 keV
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Table 2. Fraction of penetration and scatter, as well as system sensitivity 
for the sixteen collimators, which were generated by the SIMIND code
Collimator Penetration 
[%]
Scatter 
[%]
Sensitivity 
[cps/MBq]
AD-HEGP 0.73 0.64 4.5155
AD-MEGP 0.94 0.70 4.6787
GE-HEGP 0.79 0.80 1.8166
GE-MEGP 1.01 0.70 7.8823
GV-HEGP 0.62 0.55 4.1167
GV-MEGP 0.81 0.65 3.4824
ME-HEGP 0.75 0.61 4.2068
ME-MEGP 1.15 0.71 5.6561
NU-HEGP 1.37 0.52 12.6813
PB-HEGP 0.66 0.57 4.7648
PB-MEGP 0.71 0.60 5.1275
PX-MEGP 0.73 0.59 10.9396
SE-HE 0.81 0.62 4.2208
SE-ME 0.97 0.65 6.5584
SI-ME+ 1.13 0.64 5.5887
SY-HE 0.75 0.63 4.7248
energy window width of 160–400 keV. On the other hand, the 
Medium-Energy General-Purpose (MEGP) collimator of Millen-
nium VG Kameran (GV) Company showed better image contrast 
in comparison to the other parallel-hole collimators in the three 
energy windows and the High-Energy General-Purpose (HEGP) 
collimator of General Electric (GE) company decreased the image 
contrast of Y-90 SPECT imaging. Totally, the ME collimators have 
the potential to improve the image contrast of Y-90 bremsstrahlung 
images, although in few cases the HE collimators could provide 
better results than ME collimators.
Comparison of the contrast diagrams for different collimators in 
Figure 3 indicates that with increasing tumor size, the tumor image 
contrast was also increased in each of three energy windows. The 
results show that the maximum value of the contrast was obtained 
by use of the GV-MEGP collimator for the tumor size of 4.76 cm 
in the wide energy window (60–400 keV). Figure 4 shows the re-
sults of the image contrast of the liver tumors in the best energy 
window (60–400 keV). As shown in the figure, the image contrast 
was improved with increasing tumor size, and the image contrast 
values were highest for the GV-MEGP collimator. Furthermore, 
the worst results belonged to the SPECT data acquisition with the 
GE-HEGP collimator, as the tumor size of 1.36 cm was not detect-
able by the SPECT system equipped with this collimator. Hereby, 
we did not calculate its image contrast in Figure 3A.
Table 2 shows the fractions of penetrating and scattered pho-
tons that contribute to images generated by the SIMIND code for 
different collimators. Moreover, the results of the sensitivity of the 
SPECT system with the various collimators are presented in the 
table. We can see that the scatter fraction results are similar to 
each other, while the NU-HEGP collimator provided the highest 
septal penetration fraction in comparison with the other collimators, 
which is due to the smaller septal thickness than the others. The 
results show that the best sensitivity was also acquired with this col-
limator, which is consistent with the results in Figure 2. Because 
the NU-HEGP collimator does not have the largest hole diameter, 
increasing the system sensitivity by using this collimator is due to the 
smaller septal thickness and highest level of septal penetration. On 
the other hand, a small fraction of the septal penetration was found 
for the GE-HEGP collimator due to the greater septal thickness.
A visual comparison between the tumor (2.04 cm) SPECT im-
ages in the two energy windows (60–400 keV and 160–400 keV), 
as shown in Figure 5A, demonstrates that bremsstrahlung SPECT 
imaging with the GV-MEGP collimator could produce the optimal 
image quality and better recognition of the liver tumor in the wide 
energy window.
Visual comparison of adjacent images in Figure 5A shows that 
the wide energy window also provided the optimal image quality 
for the various collimators. Further, comparison between the first 
Figure 4. The image contrast of the liver tumor (with different diameters) for SPECT imaging with the various collimators in the best energy window: 
60–400 keV
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Figure 5. (A) Reconstructed images of the liver tumor (2.04 cm) which were generated by use of the various collimators in the two energy windows: 
160–400 keV and 60–400 keV. (B) Reconstructed images of hot liver tumor with different diameters: 1.36, 2.72, 3.4, 4.08, and 4.76 cm which were 
obtained by use of the GV-MEGP and GE-MEGP collimators
column images and the second column images in Figure 5A 
shows that the tumor image quality could be improved by use of 
the GV-MEGP collimator in different energy windows. Figure 5B 
shows the reconstructed liver tumor images in the best energy 
window (60–400 keV) for the two collimators including the GV-MEGP 
collimator, which produced the best results, and the GE-MEGP 
collimator, which produced a poor quality of Y-90 bremsstrahlung 
SPECT images. The superiority of the GV-MEGP collimator is still ob-
served, especially in the wide energy window for all sizes of tumors. 
The size of distribution in the Y-90 SPECT imaging, which can 
estimate the tumor size, has been calculated by evaluation of the 
pixel intensity profile on the line drawn through the tumor image 
and calculating its FWHM. This procedure was done for all of the 
SPECT images, which were acquired by simulation of the SPECT 
system equipped with the various collimators in the three energy 
windows. Figure 6 shows the relationship between the actual liver 
tumor sizes (diameters) and the estimated sizes in the different ac-
quisition energy windows for the three collimators which produced 
the better results in terms of the image contrast including GV-MEGP, 
PB-MEGP, and SI-ME+ collimators.
The results indicate that the estimation of tumor sizes is close to 
the actual values, to some extent, by use of the wide energy window 
and the GV-MEGP collimator for the tumor sizes larger than 2.04 
cm. Differences between actual and estimated dimensions of the 
liver tumors were increased as the dimensions of the liver tumor 
decreased particularly for the tumor size smaller than 2.04 cm.
Discussion
The simulations of the Y-90 bremsstrahlung SPECT images were 
performed for different sizes of the liver tumor using different col-
limators in the three energy windows: 60–160 keV, 160–400 keV, 
and 60–400 keV. Since image contrast in the nuclear medicine 
imaging is a measure of differences in the activity concentration 
in parts of the image corresponding to different levels of radioac-
tive uptake in the patient, the accurate measurement of the image 
contrast is an important factor in estimation of the activity. Hence, 
we simulated a Siemens E.CAM SPECT system model with different 
commercial collimators using the SIMIND Monte Carlo program 
to study the effect of collimator choice and energy window width 
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Figure 6. Estimated tumor diameters as a function of the actual liver tumor diameters in three different energy windows: (A) 60–160 keV, (B) 160–400 
keV and (C) 60–400 keV using GV-MEGP, PB-MEGP, and SI-ME+ collimators
setting on the image contrast of Y-90 bremsstrahlung images of 
the liver tumors. 
According to the results of the simulation for each collimator 
(Fig. 2 and Fig. 3), both the system sensitivity and image contrast 
were improved by use of the wide energy window ranging from 60 to 
400 keV, which will lead to the decreased bias of the activity estima-
tion [18]. Moreover, the system sensitivity and image contrast are 
also influenced by collimator geometry (i.e. hole diameter, collimator 
thickness and septal thickness). Although Roshan et al. [7] men-
tioned that image contrast can be increased by increasing the hole 
diameter and energy window width, for fixed collimator and septal 
thickness values for a specified collimator, our results indicated 
that the collimator thickness and septal thickness can also have 
significant effects on the image quality in the Y-90 bremsstrahlung 
SPECT imaging. For example, the PB-MEGP collimator has smaller 
hole diameter than PX-MEGP, but the evaluation of image quality of 
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the tumor showed that the PB-MEGP collimator produced better 
contrast. Thus, septal thickness and collimator thickness charac-
teristics along with hole diameter were found to have a significant 
effect on the resulting image contrast in the bremsstrahlung SPECT 
imaging.
According to the performed simulations for liver tumors with 
various diameters, the choice of the collimator is very important 
for the assessment of small tumor sizes. For example, an accurate 
diagnosis of tumor size of 1.36 cm could not be made in the liver 
image acquired by the SPECT system equipped with the GE-HEGP 
collimator. Our results showed that the effect of collimator on the 
image quality is much more than energy window. For example, the 
contrast of tumor images acquired with the PB-MEGP collimator 
in the 1st energy window is better than the contrast acquired with 
the SE-HE collimator in the wide energy window, for each size of 
the tumor.
Our results showed ME collimators to be more appropriate 
for improving the imaging contrast of Y-90 bremsstrahlung pho-
tons than HE collimators. According to the results, the GV-MEGP 
collimator produced better results for the image contrast than the 
other parallel-hole collimators on all imaging performance (except 
for the system sensitivity), which has hole diameter, collimator thick-
ness, and septal thickness: 0.3, 5.8, and 0.105 cm, respectively. 
The fraction of the septal penetration and sensitivity were achieved 
0.81 % and 3.4824 cps/MBq, respectively, for GV-MEGP collima-
tor, as listed in Table 2. In addition to, the optimal energy window 
was found ranging from 60 to 400 keV for all of the collimators. Y-90 
bremsstrahlung SPECT images with a high contrast can improve 
the estimation of the Y-90 microsphere activity distribution after 
radiation therapy and treatment efficacy. 
Our results indicated that the energy window and collimator 
geometry have also significant effects on the estimation of tumor 
size as quantitative assessment provided that microspheres ac-
cumulate in the tumor. The results indicated that the use of the 
GV-MEGP collimator could improve the estimation of tumor size by 
the FWHM method in the wide energy window, which will be use-
ful in the assessment of liver tumor response to the therapy. The 
estimation of distribution sizes was close to the actual values for 
the tumor sizes with the diameters larger than 2.04 cm. Liver tumor 
size measured by FWHM method seems to be overestimated in 
tumors smaller than 2.04 cm, although each tumor included the 
same concentration of the Y-90 radionuclide. Nevertheless, it 
is important to mention that because of the shortened range of 
electrons in the tissue, tumor size is overestimated in all cases in 
the Y-90 bremsstrahlung SPECT imaging.
Conclusion
We investigated the effect of the commercial parallel hole col-
limators and energy window width on the image contrast of the Y-90 
bremsstrahlung SPECT images of the liver tumors, as well as dis-
tribution size by using SIMIND Monte Carlo simulation program. 
According to the image contrast results, the collimator geometric 
parameters (i.e. hole diameter, septal thickness, and collimator 
thickness) are important factors in the bremsstrahlung imaging. 
We were able to identify the combination of energy window and 
collimator that was most suitable for improving Y-90 photon imag-
ing in the human phantom. Our study showed that the GV-MEGP 
collimator and energy window width ranging from 60 to 400 keV 
can provide the best image contrast relative to the other energy 
windows and collimators in the Y-90 bremsstrahlung SPECT imag-
ing of the liver tumors with different sizes. The high quality Y-90 
bremsstrahlung images can provide reliable estimate of the Y-90 
activity distribution after radiation therapy. Furthermore, we found 
the GV-MEGP collimator to be more appropriate for distribution 
size estimation, especially for tumor diameters larger than 2.04 cm, 
which is useful in assessing liver tumor response to the therapy. 
Although the microspheres distribution in the tumors and liver can 
change slightly in the clinical approach due to the patient body, the 
method presented in this paper may contribute toward obtaining 
better Y-90 bremsstrahlung images in the clinical study.
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